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(AAPM). The calibration must have 
been performed within the previous 2 
years and after any servicing that may 
have affected system calibration; or 

(2) The system must have been cali-
brated within the previous 4 years. 
Eighteen to thirty months after that 
calibration, the system must have been 
intercompared with another dosimetry 
system that was calibrated within the 
past 24 months by NIST or by a cali-
bration laboratory accredited by the 
AAPM. The results of the inter-
comparison must indicate that the 
calibration factor of the licensee’s sys-
tem had not changed by more than 2 
percent. The licensee may not use the 
intercomparison result to change the 
calibration factor. When intercom-
paring dosimetry systems to be used 
for calibrating sealed sources for thera-
peutic units, the licensee shall use a 
comparable unit with beam attenu-
ators or collimators, as applicable, and 
sources of the same radionuclide as the 
source used at the licensee’s facility. 

(b) The licensee shall have a dosim-
etry system available for use for spot- 
check output measurements, if applica-
ble. To satisfy this requirement, the 
system may be compared with a sys-
tem that has been calibrated in accord-
ance with paragraph (a) of this section. 
This comparison must have been per-
formed within the previous year and 
after each servicing that may have af-
fected system calibration. The spot- 
check system may be the same system 
used to meet the requirement in para-
graph (a) of this section. 

(c) The licensee shall retain a record 
of each calibration, intercomparison, 
and comparison in accordance with 
§ 35.2630. 

[67 FR 20370, Apr. 24, 2002, as amended at 68 
FR 19326, Apr. 21, 2003] 

§ 35.632 Full calibration measurements 
on teletherapy units. 

(a) A licensee authorized to use a tel-
etherapy unit for medical use shall per-
form full calibration measurements on 
each teletherapy unit— 

(1) Before the first medical use of the 
unit; and 

(2) Before medical use under the fol-
lowing conditions: 

(i) Whenever spot-check measure-
ments indicate that the output differs 

by more than 5 percent from the out-
put obtained at the last full calibration 
corrected mathematically for radio-
active decay; 

(ii) Following replacement of the 
source or following reinstallation of 
the teletherapy unit in a new location; 

(iii) Following any repair of the tele-
therapy unit that includes removal of 
the source or major repair of the com-
ponents associated with the source ex-
posure assembly; and 

(3) At intervals not exceeding 1 year. 
(b) To satisfy the requirement of 

paragraph (a) of this section, full cali-
bration measurements must include de-
termination of— 

(1) The output within ±3 percent for 
the range of field sizes and for the dis-
tance or range of distances used for 
medical use; 

(2) The coincidence of the radiation 
field and the field indicated by the 
light beam localizing device; 

(3) The uniformity of the radiation 
field and its dependence on the orienta-
tion of the useful beam; 

(4) Timer accuracy and linearity over 
the range of use; 

(5) On-off error; and 
(6) The accuracy of all distance meas-

uring and localization devices in med-
ical use. 

(c) A licensee shall use the dosimetry 
system described in § 35.630(a) to meas-
ure the output for one set of exposure 
conditions. The remaining radiation 
measurements required in paragraph 
(b)(1) of this section may be made using 
a dosimetry system that indicates rel-
ative dose rates. 

(d) A licensee shall make full calibra-
tion measurements required by para-
graph (a) of this section in accordance 
with published protocols accepted by 
nationally recognized bodies. 

(e) A licensee shall mathematically 
correct the outputs determined in 
paragraph (b)(1) of this section for 
physical decay for intervals not ex-
ceeding 1 month for cobalt-60, 6 months 
for cesium-137, or at intervals con-
sistent with 1 percent decay for all 
other nuclides. 

(f) Full calibration measurements re-
quired by paragraph (a) of this section 
and physical decay corrections re-
quired by paragraph (e) of this section 
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must be performed by the authorized 
medical physicist. 

(g) A licensee shall retain a record of 
each calibration in accordance with 
§ 35.2632. 

§ 35.633 Full calibration measurements 
on remote afterloader units. 

(a) A licensee authorized to use a re-
mote afterloader unit for medical use 
shall perform full calibration measure-
ments on each unit— 

(1) Before the first medical use of the 
unit; 

(2) Before medical use under the fol-
lowing conditions: 

(i) Following replacement of the 
source or following reinstallation of 
the unit in a new location outside the 
facility; and 

(ii) Following any repair of the unit 
that includes removal of the source or 
major repair of the components associ-
ated with the source exposure assem-
bly; and 

(3) At intervals not exceeding 1 quar-
ter for high dose-rate, medium dose- 
rate, and pulsed dose-rate remote 
afterloader units with sources whose 
half-life exceeds 75 days; and 

(4) At intervals not exceeding 1 year 
for low dose-rate remote afterloader 
units. 

(b) To satisfy the requirement of 
paragraph (a) of this section, full cali-
bration measurements must include, as 
applicable, determination of: 

(1) The output within ±5 percent; 
(2) Source positioning accuracy to 

within ±1 millimeter; 
(3) Source retraction with backup 

battery upon power failure; 
(4) Length of the source transfer 

tubes; 
(5) Timer accuracy and linearity over 

the typical range of use; 
(6) Length of the applicators; and 
(7) Function of the source transfer 

tubes, applicators, and transfer tube- 
applicator interfaces. 

(c) A licensee shall use the dosimetry 
system described in § 35.630(a) to meas-
ure the output. 

(d) A licensee shall make full calibra-
tion measurements required by para-
graph (a) of this section in accordance 
with published protocols accepted by 
nationally recognized bodies. 

(e) In addition to the requirements 
for full calibrations for low dose-rate 
remote afterloader units in paragraph 
(b) of this section, a licensee shall per-
form an autoradiograph of the 
source(s) to verify inventory and 
source(s) arrangement at intervals not 
exceeding 1 quarter. 

(f) For low dose-rate remote 
afterloader units, a licensee may use 
measurements provided by the source 
manufacturer that are made in accord-
ance with paragraphs (a) through (e) of 
this section. 

(g) A licensee shall mathematically 
correct the outputs determined in 
paragraph (b)(1) of this section for 
physical decay at intervals consistent 
with 1 percent physical decay. 

(h) Full calibration measurements 
required by paragraph (a) of this sec-
tion and physical decay corrections re-
quired by paragraph (g) of this section 
must be performed by the authorized 
medical physicist. 

(i) A licensee shall retain a record of 
each calibration in accordance with 
§ 35.2632. 

§ 35.635 Full calibration measurements 
on gamma stereotactic radiosurgery 
units. 

(a) A licensee authorized to use a 
gamma stereotactic radiosurgery unit 
for medical use shall perform full cali-
bration measurements on each unit— 

(1) Before the first medical use of the 
unit; 

(2) Before medical use under the fol-
lowing conditions— 

(i) Whenever spot-check measure-
ments indicate that the output differs 
by more than 5 percent from the out-
put obtained at the last full calibration 
corrected mathematically for radio-
active decay; 

(ii) Following replacement of the 
sources or following reinstallation of 
the gamma stereotactic radiosurgery 
unit in a new location; and 

(iii) Following any repair of the 
gamma stereotactic radiosurgery unit 
that includes removal of the sources or 
major repair of the components associ-
ated with the source assembly; and 

(3) At intervals not exceeding 1 year, 
with the exception that relative helmet 
factors need only be determined before 
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